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10 . PURPOSE 

This procedure describes the formulation and make-up of Simulated Cement-Modified Waters (SCMW), 
which are aqueous solutions to be used for Activity E-20-50 “Long-Term Corrosion Studies.” These 
solutions simulate the changes to “representative” Yucca Mountain water chemistry because of pro- 
longed contact with “aged” cement. The “representative” water was chosen as J-13 well water [Harrar, 
19901. J-13 well water is obtained from ground water that is in contact with the Topopah Spring tuff, 
which is the repository horizon rock. 

Water influx into the drifts and, hence, potential water contact with the waste packages is expected to 
occur a long time after the waste packages have been emplaced in the drifts. The cement in the drifts 
will “age” during this time at elevated temperatures. The chemical composition of the cement will 
change due the high temperatures and the exposure to gaseous carbon dioxide [Meike, 19971. It is 
therefore assumed that if water does interact with the cement prior to contacting the waste packages it 
will contact “aged” cement rather than fresh “young” cement. 

The composition of the SCMW was calculated by assuming that J-13 water was allowed to equilibrate 
with “aged” cement [Meike, 19971. The calculations were performed with the EQ3/6 software program. 
(Results of the calculations are contained in Scientific Notebook #303 .) 

The calculated compositions of the SCMW at 60 and 90°C are given in Table 1 l  It is anticipated that 

there will be some differences between the actual composition of test solutions and these calculated 
values. The pH of the solutions will initially be controlled to near the calculated value. The vessel to 
vessel variation of solution compositions is of limited significance to the testing, since similar type 
materials are to be tested in the same test vessel. 

Two points are worth mentioning with regard to the choice of the aqueous solution chemistry. First, the 
fast transport of water through the cement obviously will not allow for much interaction / exchange 
between the cement and water, hence, the water chemistry will remain at or near to its original compo- 
sition. Testing in aqueous solutions having dilute and concentrated ionic contents of Yucca Mountain 
waters (see TIP-CM-6 and TIP-CM-7) are also included in this activity. Second, the use of “aged” 
cement causes the pH of the resulting solutions to be lower than that which would result if “young” 
cement was used. The aqueous solutions that result from contact with “aged” cement expected to have q 
pH 8-9, while those from “young” cement expected to have pH 11-l 2. 
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This aqueous solution is one of the aqueous test solutions to be used in the activity. The other aque- 
ous solutions included a simulated dilute water (SDW), a simulated acidic concentrated water (SAW), 
and a simulated concentrated water (SCW). 

This TIP documents the chemical reagents, reactant air, and the procedures used to make-up the 
aqueous solution for Activity E-20-50. More than 4,000 liters of simulated cement modified water 
solution are required for the test vessels for implementation of the test matrix of the activity plan. 

20 . SCOPE 

: 
This procedure applies to the Simulated Cement Modified Water solution, one of the aqueous solutions 
that are to be used in the test vessels for Activity E-20-50 “Long-Term Corrosion Studies.” 

30 . RESPONSIBILITIES 

The Principal Investigator (PI) or designee is responsible for: 

- the conduct of the activities and methods described in this procedure, and 
- maintaining laboratory scientific notebooks. 

The Task Area Leader (TAL) is responsible for: 

- ensuring that the requirements of this procedure are implemented, 
m ensuring that personnel conducting the work are qualified and are trained to this procedure, 
- verifying that this procedure meets the objectives of the Scientific investigation Plan (SIP) “Metal 

Barrier Selection and Testing” (SIP-CM-01, Rev.3, WBS # 1.2.2.5.1) and Activity E-20-50 “Long- 
Term Corrosion Studies”, and 

- ensuring approval of this procedure. 

The YMP Quality Assurance Manager (QA Manager) is responsible for: 

monitoring the work to assure proper implementation of this procedure, and 
assuring its continued effectiveness. 
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40 . COMPOSITION OF SCW AND REACTANT AIR 

41 . Aqueous Solution Composition 

The Simulated Cement Modified Water (SCMW) has a ionic composition that has been calculated to 
result from extended contact of J-13 well water with “aged” cement (see Scientific Notebook #303). J- 
13 well water is obtained from ground water that is in contact with the Topopah Spring tuff, which is the 
potential repository horizon rock. 

The composition of J-13 well water is given in Table 1. Only ions with concentration greater than 0.5 
ppm are included in this table. Minor constituents have been detected in J-13 well water; these include 
Li, B, Al, Mn, Fe, Sr, and PO4 ions. These constituents haie been reported in the lo-100 pg/liter 
concentration. The most consistently determined minor constituents are Li and B at mean (several 
studies) concentrations of 48 and 134 pg/liter, respectively. The minor constituents are not explicitly 
included in the SCW. However, the reagent chemicals have some impurities, which may include the 
above noted impurities. These minor constituents at the reported concentrations are not expected to 
significantly effect the corrosion of the test specimens. 

Table 1 .Compositions of “representative” Yucca Mountain waters J-l 3 well water and the theoretical 
composition of the simulated cement modified water. 

Constituent 
J-13 

Concentrations (ma/l) 
Simulated Cement Modified 
Water (theoretical) 
60°C 9o”c 

Na + 
l  SI 

Ca*+ 
K + 

Mg 2+ 

m F 
Cl w 

NO a 
3 

so 2- 

HCb m 
3 

PH 7.41 7.65 7.75 - 

45.80 

28.5 

13.0 

5.04 

2.01 

2.18 

7.14 

8.78 

18.4 
128.9 

11 

12.8 

14.0 

22.7 

452.8 197.5 

86.9 309 

36 . 

13 . 

41 . 

49 

1;016 . 

90 . 

03 . 

13 . 

43 . 

52 . 

864.7 

64 . 
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S imula t ions  o f equ i l i b r ium c o n c e n trat ions resu l t ing f rom c o n tact  o f J -13  wel l  w a te r  wi th “a g e d ” c e m e n t 
w e r e  run  us ing  E Q 3 /6  (see  scient i f ic n o te b o o k  # 3 0 3 ) . T h e  compos i t ions  o f th e  S C M W  a t 6 0  a n d  90 °C  
th a t resul t  f rom th e  s imula t ions  a re  g i ven  in  Tab le  1 . E x a m p l e s  o f th e  chemica ls  a n d  the i r  q u a n tities  
u s e d  to  p r e p a r e  th e  so lu t ions a re  g i ven  in  S e c tio n  5 .1 . T h e  ac tua l  compos i t ions  o f th e  test  so lu t ions . . 
m a y  vary  s o m e w h a t f rom th e  s imulat ions,  h o w e v e r , it is th e  gene ra l  compos i t i on  o f th e  so lu t ions th a t 
d e te rm ines  th e  cor ros ive  n a tu re  o f th e  solut ions.  In  a d d i tio n  s imi lar  type m a ter ia ls  a re  tes ted  in  th e  
s a m e  test  vessel ,  so  vessel - to-vessel  var ia t ion o f so lu t ion  compos i t i on  is o f lim ite d  s igni f icance.  

4 2  . R e a c ta n t A ir 

R e a c ta n t a i r  is c o m p r e s s e d  bu i ld ing  a i r  wh ich  h a s  b e e n  p u n fie d  to  r e m o v e  hyd roca rbons  a n d  w a ter.  A ir 
wi l l  b e  pur i f ied by  flo w i n g  th r o u g h  a  W h a tm a n  Ze ro  A ir G e n e r a to r  ( see  S e c tio n  6 .0).  N o m i n a l  flo w  rates 
th r o u g h  e a c h  test  vesse l  wi l l  b e  2 0 0  m l/m in. A ir wi l l  exi t  th r o u g h  a  c o n d e n s e r  to  r e m o v e  w a ter;  th is  
g r e a tly r educes  th e  a m o u n t o f w a te r  loss f rom th e  test  vessels.  

R e a c ta n t a i r  se rves  two pu rposes :  1 )  it k e e p s  th e  o x y g e n  c o n te n t o f th e  vesse ls  constant ,  a n d  2 )  th e  
sl ight ly p ressur ized  test  vesse l  wi l l  k e e p  th e  p o te n tia l ly  c o n ta m i n a te d  r o o m  ai r  o u t o f th e  test  vessels.  

5 0  . R E A G E N T S  A N D  F O R M U L A T IO N  

5 1  . R e a g e n t Chemica l s  

In  o rde r  to  o b ta in  th e  so lu t ion  compos i t i on  g i ven  in  Tab le  1 , var ious  c o m b i n a tio n s  o f chemica ls  c a n  b e  
u s e d . A  s p r e a d s h e e t h a s  b e e n  d e v e l o p e d  wh ich  ca lcu la tes  th e  compos i t i on  o f a  so lu t ion  b a s e d  o n  th e  
a d d e d  chemica ls .  Cop ies  o f typical  o u tp u ts o f th e  s p r e a d s h e e ts a re  s h o w n  in  A p p e n d i x  A  fo r  6 0  a n d  
90 °C  solut ions.  M a n y  o f th e  chemica ls  l is ted in  th e  s p r e a d s h e e t a re  n o t u s e d  in  th is  par t icu lar  e x a m p l e . 
T h e  inc lus ion  o f n u m e r o u s  chemica ls  in  th e  s p r e a d s h e e t a l lows  th e  use r  th e  f r eedom to  c h o o s e  th e  
n e e d e d  chemica ls  b a s e d  o n  avai labi l i ty,  cost, a n d  pe rsona l  p re fe rence.  

T h e  a lgor i thm to  ar r ive a t r e a g e n t c o n c e n trat ions w a s  a  tr ial a n d  er ror  m e th o d . T h e  q u a n tities  o f re-  
a g e n ts requ i red  w a s  est imated,  a n d  th e  s p r e a d s h e e t ca lcu la ted  th e  to ta l  ion ic  c o n te n t o f th e  s imu la ted  
solut ion.  Ite ra t ion  w a s  c o n tin u e d  u n til a n  a c c e p ta b l e  m a tch w a s  ach ieved .  

A  fe w  gu ide l i nes  w e r e  u s e d  in  choos ing  th e  r e a g e n ts. T h e  m o r e  so lub le  sal ts (minera ls )  w e r e  c h o s e n . 
A lso d isso lved  si l ica wi l l  b e  o b ta i n e d  by  th e  a d d i tio n  o f s o d i u m  si l icate. (Ca lcu la t ions  s h o w e d  th a t 
d isso lu t ion  o f so l id  s i l ica p h a s e s  w o u l d  ta k e  ex tended  pe r iods  o f tim e  ( > 1 0 0 0  days)  in  o rde r  fo r  suffi- 
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cient amounts of silica to dissolve.) Using sodium silicate will result in the formation of hydroxyl ions 
equal to the number of moles of sodium atoms added. In order to neutralize the hydroxyl ions, an equal 
number of Lnoles of hydrogen ions will be added as a strong acid (hydrochloric, nitric, or sulfuric). Note: 
dilute acid should be used to avoid forming locally very acidic solution during solution make-up (see 
section 7.0). 

A word of caution in using the spreadsheet: the calculations assume that the chemicals dissolve com- 
pletely and may therefore over estimate the composition of some species. The user must therefore be 
aware of potential solubility problems. A listing of the solubilities of various chemical is shown in Ap- 
pendix B. 

A typical example of chemicals used to make-up of the aqueous solution are listed in Table 2 along with 
the quantities required per 1000 I of solution. 

Table 2. An example of the reagents and quantities required per 1000 liters of simulated aqueous 
solution. 

Reagent Quantity @ 60 C Quantity @ 90 C 
(gms / 1000 liters) (gms / 1000 liters) 

NaCl 
NaF 
Na SiO l 5H20 

2 3 
MgSO l 7H 0 

4 2 
CaSO l 2H 0 

4 2 
KCI 
K SO 

2 4 
KHCO 

3 
KNO 

3 
H SO 

2 4 

52 . 

29 . 

20.1 

37.0 

1945.0 
20 . I 

171.5 

14.8 

80 . 

76 . 

- 

29 . 
35.8 

30 

8485 . 
90 . 
661.5 

10.5 

85 . 
26.0 

The chemicals and the quantities used in making up the test solutions will be listed in the Scientific 
Notebook or electronic media. 
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52 . Purified Water 

The make up of the test solutions requires large quantities of low ionic content water is required. The 
use of LLNL de-ionized water is acceptable. This water has an ionic content typically less than 1 ppm. 
The source of the water used in testing will be recorded in the scientific notebook. 

53 . Reactant Gas 

The reactant air will be purified before entering the test vessels. 

60 . EQUIPMENT 

A balance that can measure to 0. 
able balance is: 

1 grams is acceptable for make-up of the test solutions. An accept- 

Mettler Balance Model # AT200 
Serial Number 1114463500 

Mettler Balance Model # PC16 
Serial Number A51 361 

An air purifier for cleaning the building compressed air is required. The following unit or equivalent is 
acceptable: 

Whatmann Type 760818NA Zero Air Generator 
Unit Serial Number 768180065B 
Tower Module Serial Number 7681 l-l 0116B 

This air purifier removes hydrocarbon to 0.1 ppm. 

70 . PROCEDURE 

The following procedure will be followed in making-up of the Simulated Cement Modified Water solu- 
tions for the test vessels: 



No.: Revision: Date: Page: 

TIP-CM-1 1 0 09/l 2l97 8 of 9 

1) 

2) 

3) 

4) 

5) 

6) 

7) 

8) 

9) 

10) 

Purified water is emplaced in the cleaned vessel; the liquid level is slightly less than the required 
depth for testing. (Need to account for rise in water level due to the specimens and racks, and the 
density decrease due to raising the water temperature to the test temperature.) 

The amount of purified water added to the test vessels is estimated. 

The required amounts of reagent chemicals is determined and entered in the scientific notebook 
or electronic media. 

The purified water is heated to a nominal temperature of 40°C. This will accelerate reactions that 
occur in solution. 

The water will be stirred. The stirrer mounted on the vessel is sufficient. 

Add chemicals to water. No particular order is required for chemical additions except that sulfuric 
acid will be the last chemical added to the test vessel. 

Concentrated sulfuric acid shall be diluted 500-1000 times the required volume using deionized 
water and then added to the test vessel. 

The vessel is sealed and brought to testing temperature for at least 24 hours. 

The specimen racks are inserted into test vessel. 

A  sample of the test solution is withdrawn for analysis approximately a day after the leve 
reaches the normal operation set point. 

11 of water 

Note: The liquid level in the test vessels will self-adjust to the required level. If the liquid level is low, 
the liquid level control system will add purified water. If the liquid level is high, water removal by the air 
purge will occur; this may be slow but it will occur. It is preferable to add water rather than to remove 
water, since the control system shuts down the heaters when the liquid level is above a certain height. 
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8.0 QA RECORDS 

Any data that is pertinent to this TIP shall be entered into the Scientific Notebook or electronic media 
for Activity E-20-50. This shall include, but is not be limited to the chemical used lot # manufacturer . 
supplied analysis, and actual reagent chemical amounts used for make-up. 

9.0 REFERENCES 

J.E. Harrar, J.F. Carley, W .F. Isherwood, and E. Raber, “Report of the Committee to review the Use of 
J-13 Well Water in Nevada Nuclear Waste Storage Investigations,” Lawrence Livermore National 
Laboratory report UCID-21867, Livermore California, January 1990. 

A. Meike, Scientific Notebook # 303 and personal communication, 1997. 



Compound Mol Wt. g/IO00 I K Na Mg Ca a F HC03 CO3 SO4 

NaCl 58.44 00 0.0 0.0 
NaOH 40.00 . 0’0 0.0 
NaHC03 84.01 . 00 0.0 0.0 
Na2C03 105.99 . 00 0.0 0.0 
Na2S04 142.04 . 00 00 . 0.0 
NaN03 84.99 00 00 . 
Na2C03 105.99 0’0 00 00 
NEiF 

. 
41.99 2:9 1:s 1.3 

Na2Si03 126.04 35.8 13.1 
Na2Si0309H20 (. 288.18 0.0 0.0 
Si02 (colloidal) 64.06 

MgC12*6H20 203.31 00 0.0 00 
MgF2 

. 
62.31 . 0’0 0.0 0.0 

(MgCO3)4~Mg(OH)2~5H20 485.69 . 00 00 00 
g MgC03 84.32 00 . 0’0 0:o 
“, MgS04 120.37 00 . 0’0 . 0.0 
% MgS0407H20 246.48 . 30 03 1.2 
- Mg(N03)206H20 

. 
256.41 00 l 00 .  

CaCl2 110.99 0;o 0.0 0.0 
CaCl202H20 147.02 0.0 0.0 0.0 
CaF2 78.08 00 0.0 0.0 *- 
caco3 100.09 0’0 0.0 0.0 
CaS0402H20 172.17 . 848’5 197.5 473.4 
Ca(N03)2*4H20 236.15 . 00 0.0 

H2S04 98.08 27.6 27.1 
Ha 36.46 0.0 00 . 

KF*2H20 94.13 0.0 0.0 0.0 
KCI 4.31 

363.1 

d 
KN03 101.11 85 33 . 

? KHcO3 100.12 . 10’5 41 6.4 
c) 
z K2co3 138.21 . 00 0’0 0.0 
L2 KOH 56.1 I . . 00 0’0 
-w 
*w’g 
3 e Totals 307.7 14.6 0.3 197.5 4.3 1.3 6.4 0.0 864.7 
0 * Target @90°C 309.0 14.0 0.3 197.5 4.3 1.3 6.4 0.0 864.7 

64 . , 



Appendix B. Solubilites in Water 

Formula Mol Wt. Solubility Solubiliy T(OC) 
gms/lOOcc mg / I 

Calcium sulfate C&O4 nat anhydrite 136.14 0.2090 2090 30 
Calsium sulfate dihydrate CaS04eH20 nat gypsum 172.17 0.2410 2410 
Calcium nitrate Ca(N03)2 164.09 121.2000 lE+06 18 
Calcium Chloride CaC12 110.99 74.5000 745000 20 
Calcium Flouride CaF2 nat flouride 78.08 0.0016 16 18 
Calcium Carbonate caco3 calcite 100.09 0.0014 14 25 
Calcium hydroxide Ca(OH)2 74.09 0.1850 1850 

Sodium sulfate Na2S04 nat thenarditd 142.04 4.7600 47600 
Sodium nitrate NaN03 soda niter 84.99 92.1000 921000 25 
Sodium Chloride NaCl halite 58.44 35.7000 357000 
Sodium Flouride NaF nat villiaumits 41.99 4.2200 42200 18 
Sodium carbonate Na2C03 105.99 7.1000 71000 
Sodium Bicarbonate NaHC03 84 6.9000 69000 
Sodium hydroxide NaOH 40 42.0000 420000 
Sodium Silicate Na2Si03 metasilicate 122.06 soluble I 

Vlagnesium sulfate MgS04 120.37 26.0000 260000 
Magnesium nitrate Mg(N03)2*6H20 256.41 124.0000 l  . lE+06 
Vlagnesium chloride MgCl2 95.22 54.2500 542500 20 
Vlagnesium flouride MgF2 nat sellaite 62.31 0.0076 76 18 
Vlagnesium carbonate MgC03 nat magnesite 84.32 0.0106 106 
Vlagnesium carbonate trihydrate 3MgC03*Mg(OH); nat hydromag 365.34 0.0400 400 
Magnesium carbonate basic MgC03e3H20 I 

nat nesquehd 138.37 0.179 1790 16 
Magnesium hydroxide Mg(OH)2 nat brucite 58.33 0.0009 9 18 

Dotassium sulfate K2so4 nat arcanite 174.27 12 120000 25 
Dotassium sulfate, hydrogen KHS04 nat mercallite 136.17 36.3 363000 
‘otassium nitrate KN03 saltpeter 101.11 13.3 133000 
Dotassium chloride KCI nat sylvite 74.56 23.8 238000 20 
Dotassium flouride KF 58.1 92.3 923000 18 
Dotassium carbonate K2CO3 138.21 112 lE+O6 20 
>Otassium Carbonate, hydrogen KHC03 100.12 22.4 224000 
3otasssium Hydroxide KOH 56.11 107 lE+06 15 

Source: CRC Handbook of Chemistry and Physics, R.C. Weast, M.J. Astle, eds., CRC Press, Inc., Boca Raton, 


